Mitral and aortic valve prosthetic endocarditis after percutaneous closure of mitral paravalvular leak.
A 67-year-old man presented to our hospital with massive mitral and aortic valve prosthetic endocarditis 2 months after transcatheter percutaneous closure of a mitral paravalvular leak with an Amplatzer duct occluder device (AGA Medical Corp, Plymouth MN). He underwent successful reoperation for valve prosthesis replacement and reconstruction of the anterior fibrous trigone. Although transcatheter treatment of periprosthetic valve defects has been shown to be feasible, follow-up data are still limited. This procedure should be reserved only for patients who are not eligible for open surgical procedures and those with small periprosthetic defects.